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vapor  pressure  measurements  oe  some  chemic  al  agents 

USING  DIFFERENTIAL  THERMAL  ANALYSIS.  PART  III 


I  INTRODUCTION 

During  t lie  use  of  common  isothermal  vapor -pressure  methods  such  as  the  isotcniscope,  it  is  difficult  to 
incus  me  va  [Hit  pressure  for  many  chemical  compounds  at  elevated  temperatures  because  many  of  these  compounds 
are  loo  unstable  to  withstand  elevated  temperatures  for  the  several  minutes  to  hours  required  for  the  measurements. 

Previous  reports1'5  on  vapor  pressure  measurements  using  differential  thermal  analysis  (DT A)  showed 
the  method  to  be  reliable  for  obtaining  vapor  pressure  data.  Experiments1  *2  have  shown  that  the  DTA  method  could 
be  used  successfully  for  measuring  the  vapor  pressures  of  a  variety  of  chemical  agents  at  higher  experimental 
temperatures  than  with  other  methods.  This  report  presents  vapor  pressure  data  for  a  series  of  compounds  measured 
using  the  DTA  method 

In  order  to  attain  some  insight  into  the  effect  of  impurities  on  the  boiling  point,  as  measured  by  this 
technique,  work  was  performed  with  solutions  having  ideal  solvent  properties.  This  was  accomplished  by  use  of 
mixtures  of  benzene  and  toluene. 

II  PROCEDURES 

A.  Experimentation. 

The  apparatus  previously  described1,2  is  a  modified  Model  900  differential  thermal  analyzer.*  The 
experimental  procedures  were  very  similar  to  those  used  for  normal  operation  of  the  DTA  apparatus*  except  for 
control  and  measurement  of  the  cell  pressure.  For  pressures  above  IS  torr.  a  Cartesian  Diver  manostat  regulated  the 
prcssuie  while  measurement  was  accomplished  with  a  Wallace  and  Tiernan  Model  FA  187  manometer.  Lower 
pressures  were  controlled  using  an  adjustable  continuous-leak  valve  antt  cell  pressure  was  measured  using  a  size  “D” 
McLeod  gage  (pressure  range  0  to  15  torr). 

An  electronic  manometer  was  used  in  place  of  both  the  mercurial  manometer  and  McLeod  gage  for 
studies  with  compounds  GA  and  GD.  This  manometer**  was  also  used  to  measure  pressures  below  20  torr  during 
studies  with  compound  LA  3580.  All  other  pressures  were  measured  with  the  mercury  manometer. 

The  electronic  manometer  is  accurate  to  ±0.025?  of  the  reading  plus  0.03%  of  full  scale  on  the  0  to 
1 000-torr  scale,  which  is  used  for  all  readings  above  300  torr.  The  accuracy  is  ±0.1%  of  the  reading  plus  0.03%  of  the 
fuli  scale  on  all  other  scales. 

To  test  the  effect  of  the  presence  of  high-  and  low-boiling  impurities  on  the  measured  boiling  point, 
mixtures  of  reagent  grade  benzene  and  toluene  were  used.  A  number  of  solutions  of  up  to  19  mole  percent  of  each 
component  in  the  other  were  prepared  gravimetrically.  Each  mixture  was  run  in  duplicate  on  the  DTA  apparatus  to 
detcrmir.  tnc  boiling  point  of  the  mixture  at  atmospheric  pressure.  All  results  were  then  corrected  to  a  pressure  of 
760  torr  and  ct  mpared  to  published  data  for  the  system. 

B.  Sample  Preparation. 

The  samples  of  GA  and  GD  were  purified  by  vacuum  distillation.  The  GA  was  distilled  at  0.35  torr  with 
a  head  temperature  of  49°  to  52°C.  GD  was  distilled  at  a  pressure  of  1.7  tore  with  a  head  temperature  of  46®  to 


*E.  I.  DuPont  dc  Nemours  and  Company,  Wilmington,  Delaware. 
**Datamctrics.  Inc.,  Waltham,  Massachusetts. 


5 


4K.7°C.  The  £A  3580  was  purified  by  triple  recrystallization  from  hexane.  The  remainint  compounds  were  used 
without  further  purification. 


C.  Calculations. 

Using  a  computer  program  developed  by  Penski  and  Latour,7  and  modified  to  be  compatible  with  the 
Univac  1 108.  the  experimental  data  obtained  for  each  compound  were  fitted  to  the  Antoine  vapor  pressure  equation 

fog  P  =  A  -  B/  (C  + 1) 


where 


P  =  vapor  pressure  in  torr 
t  =  temperature  in  degrees  centigrade 
A,  B,  C  ~  constants 

From  the  vapor  pressure  data,  other  physicochemical  values  were  calculated.  The  computer  was 
programmed  to  provide  the  heat  of  vaporization  and  volatility  for  each  compound.1  The  standard  deviation  was 
calculated  for  each  Antoine  equation.1  *2'7 

III.  RESULTS. 

The  chemical  purities  of  the  compounds  studied  were  obtained  and  the  results  of  the  analyses  are 
'  •jesented  in  table  1 . 


Table  1 .  Chernies.  Purity  of  the  Samples  Studied 


Compound 

Purity 

Method  of  analysis 

%• 

ga 

92.1 

Wet  method 

96 

Nuclear  magnetic  resonance 

GD 

92.4 

Wet  method 

97 

Nuclear  magnetic  resonance 

EA  3580 

99.7 

Wet  method 

96 

Nuclear  magnetic  resonance 

MePS|OEt)2 

97.1 

Gas  chromatography 

•NMR-atorn  %,  wet  chemical-wt  %. 

NOTE:  In  this  and  other  tables.  Me  is  used  to  mean  CH3  and  Et  is  used  to  mean  C2H5. 


lahlc  2  po’wdc'  .1  cotupil.il it >:t  oi  i lie  (oiinI.mun  lot  the  Anionic  equations  lo«  iIk'  compounds 
HiMictl  lii  addition.  i  lie  c\pci  uncut  at  ictiipculuie  f.m^c .  as  well  as  the  normal  boding  poml  is  provided.  Hie 
hotline  |*ttitu  was  obtained  l»\  .111  cxtiapoLtion  using  (lie  Anionic  equation  AIm»  tabulated  ate  (lie  s*.  idaid 
deviations  ol  the  experimental  Jala  Iioiii  values  ealculaied  using  the  Antonie  equation.  lane  plo*s  constructed  Itniti 
llu*  equations  are  shown  m  lieiiie  I  Volatilities  and  heals  ol  vapon/aiion  weie  ealculaied  and  lliese  values  are 
pnisided  at  selected  tenqvialuies  in  table  .! 


Table  2-  Vapoi  Picssine  Paia 


Boiling 


Standard 

dcvialuHi. 


Vapor  pressure  determinations  |>y  various  methods  have  been  reported  in  the  literature  for  the  five 
compounds  listed  in  this  report.  There  i<  an  overlap  «>t  tom  GL>  vapor-pressure  points  between  68°  and  95°C  with  a 
vapor  pressure  study  by  bidder  *  Compuisor.  of  his  r*ata  with  those  obtained  by  this  method  shows  a  maximum 
deviation  of  3  27  between  the  two  sets  of  results.  The  extrapolated  DTA  value  for  GA,  0.60  ton  at  S5°C,  is  in  good 
agreement  with  the  value  of  0.53  *0.04  torr  obtained  from  the  transference  method.** 

Two  sets  ot  vapor  pressure  data  cxa!  ioi  hA  3580B**-9  as  a  liquid.  In  both  studies,  90°C  was  the 
highest  temperature  of  vapor  pressure  measurement  The  extrapolated-DTA  vapor  pressure  value  for  EA  3580B  at 
90°C  is  7.9  microns  (this  report )  versus  7.8  and  1 1  **  microns  for  the  other  sets  of  vapor  pressures  obtained  by  the 
Knudsen  method. 

There  is  one  vapor  presi.-rc  point  icuortcd  in  the  literature  for  MePSfOEt  This  value,10  5  ton  at  57° 
to  59°C.  is  in  food  agreement  with  (he  calculi  to  a  OTA  value  of  58.6°C  at  5  torr. 

The  vapor  pressure  of  methyl  trisulfide  has  been  previously  measured  by  other  workers1 1,12  during 
vacuum  distillations.  At  15  torr.  the  distillation  temperature  was  58.4°  to  59°C  compared  to  59.6°C  for  the  DTA 
value.  Another  distillation  value  at  13  ton  was  56°  to  57°C  which  is  in  good  agreement  with  the  calculated  DTA 
value  of  56.6°C. 

The  boiling  print  data  obtained  on  the  mixtures  of  benzene  and  toluene  are  provided  in  table  4  and  a 
plot  of  the  experimental  data  points  versus  the  calculated  solution  boiling  points  (solid  line)  provided  by  Todd1 3  at 
760  ton  is  shown  in  figure  2. 


Table  4.  Measured  Boiling  Points  of  Benzene-Toluene 
Solutions  by  the  DTA  Method 


1 - 

Toluene  in  benzene 

Measured  boiling  point 

Run  No.  1 

Run  No.  2  ! 

mole  7i 

- - - 

°c 

!  0.75 

80.0 

80  0 

!  21 

79.8 

79.8 

'  4.1 

80.8 

80.5 

i  94 

82.0 

81.8 

!  13.4 

82.0 

83.0 

19.4 

84.3 

- 

H2X 

108.5 

108.0 

88.0 

109.3 

109.0 

93.1 

109.0 

noj 

96.0 

109.5 

1 10.5 

97.6 

11025 

1  <0.5 

98.5 

110.8 

_ , _ 

— * 

’Fielder.  D.  The  Vapor  Pressure  and  Mass  Spectrum  of  Purified  GD  (U).  In  preparation. 
•’Neumann,  J.  E.  Notebook  7389.  pp  3944.  April  1956.  CONFIDENTIAL  Notebook. 
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Figure  2.  Temperature  -  Composition  at  Constant  Pressure  for 
Benzene-Toluene  Mixtures 
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The  toluene  solution;,  with  benzene  as  j  icw-ianlmg  impurity  produced  experimental  temperatures 
much  closer  to  the  normal  boning  point  of  the  solvent  than  was  piedicted  by  ebulliometric  measurements.  For 
example,  the  solution  with  1 2 -mole-percent  hen/ene  in  toluene  should  have  a  boiling  point  of  lOS^C  according  to 
Todd.* 3  Experimental  tenipera'uies  measured  were  109  3°  and  109.0°C  by  the  DTA  method.  This  can  be  explained 
if  some  of  the  lower  boiling  benzene  is  distilled  off  first  leaving  a  partially  purified  solvent  to  be  measured.  The 
benzene  solutions  wiih  toluene  as  a  high-boiling  impurity  produced  experimental  data  that  had  much  better 
agreement  with  predicted  values.  In  tins  case,  the  partial  purification  could  not  occur  to  any  great  extent  due  to  the 
large  bulk  of  benzene  present.  In  cither  case,  the  data  indicate  that  a  true  vapor-liquid  equilibria  is  not  established  in 
the  DTA  method.  This,  however,  could  be  an  advantage  when  vapor  pressure  data  is  obtained  by  the  DTA  method 
on  relatively  impure  samples. 

IV.  DISCUSSION. 

The  features  of  the  DTA  method  of  vapor  pressure  measurement  were  previously  described  in  detail. 
The  DTA  method  enables  vapor  pressures  to  be  measured  at  higher  temperatures  than  standard  isothermal  methods 
for  compounds  that  decompose  at  temperatures  below  their  normal  boiling  point.  The  method  is  relatively  rapid, 
requires  on!>  between  1  and  3  /al  of  sample  for  each  vapor  pressure-temperature  determination,  and  does  not  subject 
the  materiil  under  test  to  high  tei.iperjt tires  lor  extended  periods. 

V.  CONCLUSIONS. 

A  modified  differential  thermal  analyzer  apparatus  was  used  to  generate  vapor  pressure  data  for:  GA, 
GD.  EA3580B.  dimethyl  trisulfide,  and  O.O’-diethyl  mcthylphosphonothioate.  Vapor  pressure-temperature 
relations  were  determined  using  a  computer  program  to  reduce  the  experimental  data  and  fit  it  to  an  Antoine  vapor 
pressure  equation.  In  addition,  volatility  and  heat  of  vaporization  were  calculated  for  each  compound  over  selected 
temperature  ranges.  The  DTA  method  enables  vapor  pressure  measurement  at  higher  temperatures  than  standard 
isothermal  methods  for  compounds  that  decompose  below  their  normal  boiling  point. 

The  effect  on  measured  boiling  points  of  ideal  low-  and  high-boiling  impurities  gave  experimental 
boiling  points  much  closer  to  the  normal  boiling  point  of  the  solvent  than  would  be  predicted  by  ebulliometric 
measurements.  On  the  other  hand,  solutions  containing  high-boiling  impurities  showed  boiling  points  much  closer  to 
the  predicted  values  The  feature  of  partial  purification  during  measurement  adds  to  the  value  of  the  procedure. 
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